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MEASUREMENT

Influence of measurement inaccuracies on
determination of left ventricular mass by M mode
echocardiography

Claudia Stol1berger, Igor Hollnder, Leonid Dimitrov, Jorg Slany

Abstract
Objective-To determine to what extent
inaccuracies in measuring the end dias-
tolic diameter of the left ventricle, the
interventricular septum, and the poste-
rior wall, by M mode echocardiography
influence the left ventricular mass calcu-
lated by the Devereux's formula.
Design-Mathematical model.
Results-Relatively small measurement
inaccuracies such as 5%, which are known
to be inherent in the echocardiographic
method, will result in "changes" of left
ventricular mass in the range of 8% to
15%. This is equivalent to expected
changes in left ventricular mass seen dur-
ing treatment.
Conclusions-The use of Devereux's for-
mula to calculate left ventricular mass is
limited by measurement inaccuracies in
individual patients.
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Several clinical studies have emphasised the
prognostic value of left ventricular mass

(LVM).12 Therefore assessment of LVM is
an important issue in the management of
hypertensive patients, particularly for mon-

itoring the effects of antihypertensive drugs.
LVM is usually assessed by M mode
echocardiography and the application of
Devereux's formula':

LVM = 1-04 x [(EDD + SEP + PW)3 - EDD3] - 13-6.

In this formula, EDD, SEP, and PW are the
end diastolic diameter of the left ventricle,
interventricular septal thickness, and posterior
wall thickness, measured in centimetres. The
resulting quantity, LVM, is calculated in
grams.
The repeatability and precision of this

method in individual patients are questionable
because of determination of these variables
from the echocardiographic recording is inac-
curate.4-6 The aim of the present study was to
determine by applying a mathematical model
how measurement inaccuracies of EDD, SEP,
and PW influence LVM.

Methods
For the mathematical model we assumed the
correct ("true") values of the variables EDD,
SEP, and PW to be EDDC, SEPC, and PWc,
respectively. The observed (inaccurate) values
(EDD, SEP, and PW) are error-prone and
are expressed each as a sum of the correct
value plus some error quantities (dEDD, dsEp,
and dw):

EDD = EDDc + dEDD,
SEP = SEPc + dsEP,
PW = PWc + dpw.

If the true LVM is calculated using the cor-
rect values, the result is:

LVMC = 1-04 x [(EDDc + SEP,- + PWC)' -EDD,-3] - 13-6.

However, by using the observed values
EDD, SEP, and PW, we get

LVM = 1 04 x [((EDDc + dEDD) + (SEPc + dsEP) +
(PWC + dpw))3 - (EDDC + dEDD)3] -13 6

instead of the correct value. To determine how
strongly LVM is influenced by the individual
errors of the quantities EDD, SEP, and PW
entering the formula, we analysed the relation
between the independent variables dEDD, dsEp,
dpw, and the dependent variable dLVM which is
the difference between the true and the calcu-
lated LVM.

In the first case, we let the variable dEDD be
zero, and evaluated the function

LVM = 1-04 x [(EDDC + (SEPC + dSEP) + (PWC +

dpw))3 -EDDC3] -13-6

by varying the variables dSEp and dpw.
In the second case, we let the variable dpw

be zero, and evaluated the function

LVM = 1-04 x [((EDDc + dEDD) + (SEPc + dSEP) +

PWC)3 - (EDDC + dEDD)3] - 13-6

by varying the variables dEDD and dsEP.
In the third case, we let the variable dSEp be

zero, and evaluated the function

LVM = 1-04 x [((EDDc + dEDD) + (PWc + dpw) +

SEPC)3 - (EDDC + dEDD)3] -13-6

by varying the variables dEDD and dpw.
The functions are shown in figs 1 and 2.
For all our graphs, we used the relative

scale-that is, we expressed each error quan-
tity as a percentage of the corresponding value
for the variable.
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Figure 1 Influence of
measurement inaccuracies
of the thickness of the inter-
ventricular septum (SEP)
and of the posterior wall
(PW9 on the left ventricu-
lar mass (LVM) deter-
mined by M mode
echocardiography. An over-
estimation of both SEP and
PWof 5% leads to an
LVM change of 8%.

Figure 2 Influence of
measurement inaccuracies
of the end diastolic diame-
ter of the left ventricle
(EDD) and of the thick-
ness of the interventricular
septum (SEP) on the left
ventricular mass (LVM)
determined byM mode
echocardiography. An
EDD inaccuracy of3%
combined with a SEP
inaccuracy of8% leads to
a LVM change of 12%. In
this graph SEP can be
replaced by the posterior
wall thickness (PW)
because both variables play
equal parts in Devereux's
formula.
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Results
Figure 1 shows the influence of SEP and PW
measurement inaccuracies on LVM. An over-

estimation of both SEP and PW of 5% leads to
a LVM change of 8%.

Figure 2 shows the influence of EDD and
either SEP or PW inaccuracy. An EDD inac-
curacy of 3% combined with a SEP (or PW)
inaccuracy of 8% leads to an LVM change of
12%. The curves in figs 1 and 2 show that the
measurement inaccuracies can compensate for
one another, too-as would be the case if SEP
were overestimated by 9% and PW underesti-
mated by 10%, simultaneously.
Though the curves in figs 1 and 2 seem to

be straight lines, the functional dependence is
not linear because of the cubic character of the
Devereux's formula.

Discussion
Although magnetic resonance imaging has
been shown to be a more reproducible tool for
measuring LVM, at present echocardiography
is the most commonly used method used to
measure LVM.5 A "limited" echocardiogram
is recommended as a cost effective technique
that will assist in determining prognosis and
evaluating the success or failure of antihyper-
tensive treatment.7

In this study we showed how measurement
inaccuracies of SEP, PW, and EDD influence

LVM. Measurement inaccuracies of EDD
influence LVM more than errors of SEP or
PW because EDD appears twice in
Devereux's formula. Echocardiographic mea-
surement inaccuracies are unavoidable espe-
cially in elderly and obese subjects, a clinical
situation commonly encountered in hyperten-
sive patients. Although known for a long time,4
even the use of cross sectionally guided M
mode echocardiography could not overcome
this methodological problem: A recent study
showed an intraobserver variability of 8-2% for
SEP, 6-9% for PW and 2-3% for EDD when
one investigator read 35 studies of hyperten-
sive patients 1-2 weeks apart.6 The same
authors found an interobserver variability
between two observers of 9-1% for SEP, 8 7%
for PW, and 3 1% for EDD.6 As our graphs
show, these inaccuracies in the measurement
of SEP, PW, and EDD will result in
"changes" ofLVM in the range of 8% to 15%.
This is equivalent to changes observed during
antihypertensive therapy.8

Because the calculation of LVM is already
integrated into the software of the echocardio-
graphic machine, clinicians are in danger of
relying on this "measurement". We propose
that those who use LVM determined by M
mode echocardiography should be aware of its
susceptibility to measurement inaccuracy,
especially in clinical decision making and in
monitoring regression and progression of
LVM in an individual patient.

We thank Dr Josef Finsterer for helpful suggestions.
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